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The development of a compact, ultrahigh vacuum (UHV) compatible instrument for generating a 
flux of pure hyperthermal oxygen atoms for NASA applications has been achieved. The instrument 
combines the mechanisms ot O 2 dissociation and transport through a hot Ag membrane to provide 
a continuous source of O atoms to a vacuum interface where they are subsequently emitted into the 
vacuum space by electron-stimulated desorption (ESD). A flux of neutral O atoms 4.5X10 13 
cm ( P) with a mean ion kinetic energy of approximately 5 eV and a full width at half 
maximum of 4 eV was detected at a quadrupole mass spectrometer located 10 cm away. The 
geometry of the instrument is such that it is mounted on a 7-cm flange and can be tailored in length 
and orientation to fit most UHV systems. The data presented here are for ESD-controlled conditions 
where increases in the flux are strictly linear with electron bombardment current. Calculation shows 
that transport-controlled conditions can be achieved at temperatures as low as 350 °C with 
membrane thicknesses on the order of 10 gm. 


I- INTRODUCTION 

The composition of the atmosphere within the orbital en- 
velope (200-1000 km) combined with the orbital velocity 
(~~8 km s ! ) results in a flux of hyperthermal atomic oxygen 
(£—5 eV, v— 10 13 cm" 2 s _l ) impinging on spacecraft sur- 
faces. The extreme reactivity of atomic oxygen leads to nu- 
merous chemical unions with other species to form, for ex- 
ample, CO, C0 2 , H 2 0, 0 2 , S0 2 , and N0 2 . Further, the high 
chemical reactivity of this O atom flux has caused substantial 
degradation of organic materials on board the Space Shuttle 
and the Long Duration Exposure Facility (LDEF) and sug- 
gests that materials on the proposed space station the com- 
posites used in large space structures, exterior coatings on 
the optics of the Hubble space telescope, the UV telescopes, 
and future laser communications systems may have substan- 
tially reduced lifetimes. It is, therefore, essential to study the 
reactivity of these materials to atomic oxygen in ground 
based laboratories. 1-3 In order to conduct such laboratory 
experiments, an atomic oxygen beam generator is required 
that can accurately simulate the flux and energy (within the 
appropriate vacuum environment) vehicle’s experience in or- 
bit. In addition to oxygen atom reactions with spacecraft ma- 
terials, such a beam system would also be of importance to 
NASA in the calibration of mass spectrometers and other 
detection systems that would be used for mapping the den- 
sity of the gas constituents within the orbital envelope. Cali- 
bration is essential to make accurate measurements of the 
representative gas environment within the orbital envelope. 
A pure, well-behaved O beam would also be useful for pro- 
ducing an ordered oxide layer for the growth of compound 
semiconductors and superconductors. Methods of thin film 
growth, such as molecular beam epitaxy (MBE), could uti- 
lize a directed O beam to grow- desired oxide layers without 
the residual contaminating effects of backfilled 0 2 or the 
limitations of dissociative adsorption. Other areas of interest, 
such as fundamental surface science and chemical ki- 


netics, are obvious. There are several systems that are pres- 
ently available for the above applications, but they are, in 
general, quite large, expensive, not UHV compatible, and 
require the samples to be brought to its location. 4-6 The in- 
strument presented here is small (fits on a 7-cm flange), 
simple, and designed for UHV applications. 


II. DESIGN CONCEPTS 

The hyperthermal oxygen atom generator (HOAG) em- 
ploys the use of two different mechanisms. The first is the 
unusually high permeability of oxygen through Ag and its 
alloys which occurs by the sequential adsorption of 0 2 , sur- 
face dissociation into atoms, dissolution into the bulk, and 
diffusion of O atoms through a thin membrane where the 
atoms emerge at the vacuum interface and enter into atomi- 
cally bound states at the surface (T<550 °C). At higher tem- 
peratures (T>5 50 °C), the O atoms which arrive at the 
vacuum interface have sufficient thermal energy for surface 
diffusion which ultimately results in recombination and de- 
sorption of 0 2 molecules. The second mechanism is the uti- 
lization of electron-stimulated desorption (ESD). By using 
an incident flux of low energy electrons (£<3 kV), the 
bound atoms are excited to antibonding states and desorb as 
O neutrals with hyperthermal kinetic energies. Figure 1 
shows the combination of these two processes schematically. 
Usually, ESD is studied on dosed surfaces where the emis- 
sion is a function of the decay in surface coverage. Eventu- 
ally, the coverage becomes so low that redosing is required 
to continue the study. In the case presented here, a continu- 
ous source of molecular oxygen is provided (upstream), usu- 
ally 10-1000 Torr, to resupply the UHV interface (down- 
stream) by permeation through the Ag membrane. This, of 
course, means that the Ag must be operated at a temperature 
high enough to ensure a sufficient oxygen permeability, 
but yet low enough that the atomic adsorbed state 
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Ag alloy membrane 
Oxvqen molecules \ < 0 254 mm 

0.1 <p < 1000 torr 350°C <T < 45CTC Ullrahlgh vacuum 



Oxygen atoms emerge and desorb 
by electron stimulated desorption 

E p - 100 2000 eV 
Ip - 0.1-10 mA cm' 2 

Fig. 1. Schematic representation of the combined mechanisms of oxygen 
transport through a Ag or Ag alloy membrane followed by emission ot 
hyperthermal O neutrals by ESD. 

is stable, and molecular oxygen is not formed. The surface 
coverage of oxygen atoms downstream at the UHV interface 
is given by 

dd 

~dt J ° /Ag J ° /ESD ’ 

where 6 is the surface coverage, J 0/Ag is the oxygen atom 
flux through the Ag, J Q/ ESD is the electron stimulated desorp- 
tion of oxygen, and cr 0 is the monolayer surface concentra- 
tion (-2.4X10 15 cm' 2 ). The limiting mechanism is deter- 
mined primarily by membrane temperature, thickness, and 
upstream pressure for the transport and by electron bombard- 
ment flux and energy for ESD. 

The original proof of concept of these combined mecha- 
nisms was accomplished by charging a Ag wire with 100 
Torr of oxygen at 500 °C for 1 h to provide a high concen- 
tration of oxygen in solid solution. 7 Then, after evacuation to 
the UHV region, the wire was heated while simultaneously 
bombarding the surface with 100-eV electrons at a current of 
0.5 mA in direct line of sight to the ion source of a quadru- 
ple mass spectrometer (QMS). A very clear and unambigu- 
ous atomic oxygen peak was observed and found to behave 
predictably and characteristically on the relevant transport 
and ESD parameters. 

III. PROTOTYPE HOAG 
A. Instrument geometry 

Various scientific and technological studies connected 
with the development of a device which employs the com- 
bined mechanisms shown in Fig. 1 have been previously 
reported. 8 Figure 2 shows a sketch of the HOAG (without 
cover plate) mounted on an 8-pin, 7-cm diameter conflat 
flange. The overall length can be constructed to fit any size 
(>10 cm) or desired curvature. The intermediate flange is for 
simple replacement of the membrane assembly shown in the 
figure inset (without heater). The heater is two concentric 
layers of 0.025-cm NiCr wire coils mounted on a macor 
mandrel which can provide sufficient heat to adjust the mem- 


2.75 in. (7cm) 
OD Hang© 



TC assembly reflector 

assembly 


Fig. 2. Sketch of the HOAG assembly with detailed inset of the tophat 
membrane, circular cathode, and reflector. 


brane to temperatures in excess of 800 °C (anything above 
550 °C is used to clean the membrane. The circular thoria 
coated W cathode is 0.025 cm in diameter and located in a 
plane that is 0.1 cm higher than the surface of the Ag or Ag 
alloy top-hat membrane. The cathode is concentric with a 
computer designed electron reflector to ensure a uniform 
electron bombardment over the membrane which will gener- 
ate a uniform atomic oxygen flux. The inset also shows a 
shutter plate to minimize membrane or target contamination 
prior to procedural cleanup and also to provide an instant 
turn-on and turn-off capability. The membrane is also insu- 
lated from the flange to allow a bias voltage for optimum 
electron and ion optics. The atomic-oxygen experiments 
were conducted in a UHV ion and turbo-pumped system 
with an ultimate pressure less than IX 10 !() Torr. The 
HOAG was positioned axially 10 cm away from an EAI 
Quad 250 QMS equipped with an axial beam ionizer. The 
instrument was operated in the pulse counting or analog 
modes and was used for the direct measurements of the neu 
tral and ion flux levels. Details of this system have been 
previously published. 8 The ionizer was operated using a 
beam of 70-eV electrons. Typically, the ions formed are ac- 
celerated into the quadrupole region using a negative poten 
tial in the range of 3-10 V. Lower-energy ions have a higher 
probability of following an unstable path, so more of them 
leave the quadrupole field and are not detected. The cutoff 
acceleration potential was determined to be 2 V by observing 
the threshold for thermal ions as the acceleration potential 
was reduced. Therefore, by reducing the accelerating poten 
tial to 0 V, higher kinetic energy ESD neutrals (>2 eV) are 
detected while background neutrals are not. The only back - 
ground signal observed in this mode consists of very small 
peaks at 12 and 16 amu, which are due to the energetic 
fragmentation of CO. This interference can be removed by 
operating the ionizer electron energy in the appearance po- 
tential (AP) mode. The ionizer was operated below the AP 
for CO but above the AP for O. An ionizer-electron accelera- 
tion potential of 22 V was found to be low enough to elimi- 
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Fig. 3. Simion computer simulation of the electron trajectories for the 
cathode/reflector assembly shown in Fig. 2. Note the uniform flux over the 
Ag emission plane. Equipotential lines are also presented. 


nate 12- and 16-amu background peaks in the QMS. At 22 V 
the background signal was reduced to less than 0.25 counts. 

B. Computer-aided design 

Figure 3 shows the results of the computer-aided design 
of the electron trajectories using the reflector/cathode ar- 
rangement shown in Fig. 2. When the membrane is operated 
at ground and the cathode is operated at - 1700 V, the reflec- 
tor is operated at 4*50 V with respect to the cathode which 
gives the uniform bombardment flux as shown. The arrange- 
ment of the lens and filament creates a cylindrical “saddle” 
field as shown by the dashed equipotential surfaces. While 
the saddle field does not accelerate electrons near the mem- 
brane toward the membrane, it accelerates positive O ions 
toward the target. As these ions leave the area near the mem- 
brane, they must climb back out of the saddle field. Positive 
ions that are emitted normal to the membrane surface and on 
the axis do reach the target since both the target and the 
membrane are at the same potential. As shown in Fig. 4(a), 
the ions emitted in parallel paths near the membrane center- 
line (normal to the surface) have sufficient energy to escape 
the reflector potential field. However, if a bias voltage of 
— 80 V is applied to the membrane, any ions with energies of 
less than 80 eV will not have sufficient energy to reach the 
target. The highest kinetic energy O ions for the system are 
10 eV, so all ion emission will be effectively trapped [see 
Fig. 4(b)]. A separate electrode in front of the emission plane 
to capture all the ions is also an option, but it is desirable to 
minimize any scattering or recombination surfaces that may 
alter the emission flux or purity. Further, this bias does not 
affect the ESD of O neutrals in any significant way. 

C. Performance characteristics 

The HOAG spectra as detected by the QMS with the ion- 
izer in the appearance potential mode and the extractor volt- 
age at 0 V is shown in Fig. 5. The QMS signal, due to 
background gases, cuts off at extractor potentials less than 2 
V which indicates that ions with energies less than 2 eV have 
a negligible probability for transmission through the quadru- 
ple mass filter. At an extractor potential of 0 V the ESD 
neutrals are detected, but background signals are not. This 
indicates that ESD neutrals of 2 eV or greater are detected. 



(- 1650V) — ' -1300 -1100 -900 -700 - 500 -300 -100 50 

(b) 


Fig. 4. Simion computer simulation of the ion trajectories for a sample to 
target distance of 9 cm. Some ions strike the target, (b) Applying a bias of 
— 80 V returns all ions to the emission plane, eliminating the need for a 
separate grid. Equipotential lines are also presented. 



Fig. 5. Atomic oxygen signal for the instrument as detected by the QMS in 
the appearance potential mode. The bias on the extractor plate of the ionizer 
is adjusted to restrict thermals. 
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Clearly, the predominant peak is atomic oxygen. The con- 
tinuously diminishing peak at m/e — 19, which is most likely 
H 3 0 from the residual adsorbed H 2 0, will ultimately disap- 
pear after sufficient clean up. The ionizer efficiency is the 
ratio of the oxygen atom ion flux exiting the ionizer ( J out ) to 
the oxygen atom flux entering the ionizer (J in ) which for this 
QMS was determined from 

J out __ Sk B T ^ 

J in Aev in ' 

where S is the QMS sensitivity, 1 X 10 A/Torr (0 2 ) at 0.2 
mA emission current; k B is Boltzmann’s constant, 
1.38X 10" 23 J mol -1 deg" 1 ; T is the gas temperature, K; A is 
the area of the aperture, 0.508 cm 2 ; e is the electronic charge, 
1.6X 10" 19 C; and v m is the velocity of the entering particles, 
7.7X10 15 cm s" 1 . Equation (2) yields an efficiency of 
6.4X 10" 8 ions/atom for an emission current of 0.2 mA. The 
emitted ESD ions apparently experience a high probability of 
neutralization, but we are uncertain as to the reason for this. 
The variation in atomic oxygen flux as a function of incident 
electron flux is shown in Fig. 6. The QMS data taken in Fig. 
6(a) is by pulse counting at an electron energy of 1 keV and 
a membrane temperature of 550 °C. The linearity is consis- 
tent with normal ESD behavior and indicates that the HOAG 
is ESD limited. Figure 6(b) shows analog data (pulse count- 
ing was not used because of a saturated multiplier) giving the 
highest flux achieved so far, 4.5 X 10 13 cm 2 s 1 (/*= 10 mA) 
at a distance of 10 cm from the emission plane. The primary 
limitation is controlling the temperature of the membrane at 
28 W input of power (10 mA at 2.8 kV). The new design of 
the instrument employing a thick walled Ag oxygen-supply 
tube instead of stainless steel permits control of the mem- 
brane temperature. 

The dependence on the source of molecular oxygen up- 
stream is shown in Fig. 7. A steady state level atomic oxygen 
flux was first established at an upstream 0 2 pressure of 100 
Torr. The 0 2 was then pumped out, and the atomic oxygen 
signal began to decay. After an arbitrary interval of about 16 
h, the 100 Torr of 0 2 was reapplied to the upstream side, and 
the original level of atomic oxygen flux was recovered. This 
confirmed the source of the atomic oxygen and demonstrated 
the tandem behavior of the two basic mechanisms of oxygen 
transport and ESD emission. Adjustment of the upstream 
pressure of 0 2 is an optional method of controlling the 
atomic oxygen flux but is not nearly as quick or easy as 
adjusting the incident electron flux. 

The ion energy distribution for ESD of oxygen from pure 
Ag and Ag-0.5 Zr alloy is presented in Fig. 8. A discussion 
of the distribution and the effects of the Zr have been previ- 
ously reported. 9 An estimate of the neutral distribution was 
accomplished by varying the lens voltage in the QMS from 0 
V (where the background gases are repelled) to + 10 V where 
the most energetic oxygen neutrals are repelled. It was found 
that the mean energy for the neutrals is greater than 2 eV. 
Precise, neutral measurements are extremely difficult and 
have not yet been completed. Feulner has conducted experi- 
ments that have yielded neutral energy distributions with 
mean energies of less than 1 eV, but this was for much less 




Fig. 6. (a) A plot of atomic-oxygen flux (pulse counting) versus electron 
bombardment current at l keV energy and a membrane temperature of 
550 °C. The O atom flux linearly increases with electron bombardment cur- 
rent, thus indicating the instrument is ESD limited, (b) A plot of atomic- 
oxygen flux (analog) versus electron bombardment current at 2.8 keV en- 
ergy and a membrane temperature of 500 °C. The instrument is still ESD 
limited. 

electron energy. 10 This area of research is a most fertile and 
interesting ground for further study. 

It is also important to characterize the internal energy of 
the oxygen atom beam, since it was designed to simulate the 
ground state flux that exists in low-Earth orbit. Figure 9(a) 
shows an appearance potential curve to examine the internal 
state of the emitted neutrals by the steps in the appearance 
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Fig. 7. The removal of the 0 2 upstream eliminates the source of oxygen 
atoms and ultimately the atomic-oxygen flux. At a membrane temperature of 
440 °C, the atomic oxygen flux required over 16 h to decay a factor of 10. 


potential curves near the ionization energy for atomic oxy- 
gen. If there are excited states, e.g., 'D, then ionization 
should occur at a lower energy than the 13.6-13.7 eV nec- 
essary for the first ionization potential. This does not appear 
to be the case, since the only step observed is at 19.8 eV. 
When this measurement is corrected for the W filament work 
function, which is 4.5 eV, and the effect of field leakage, 
which was determined to be 1.6 eV, then the predicted value 
is closely approached. In any case, the resulting electron ki- 
netic energy is several eV higher than what would be ex- 
pected for any excited state population. It is therefore prob- 
able that the 3 P ground state is the only state. The field 
leakage for the specific instrument geometry employed was 
estimated by using the Simion computer simulation. [See 
Fig. 9(b).] 



Fig. 8. The ion energy distribution for (a) pure Ag membrane which has a 
FWHM of approximately 4 eV compared to (b) a Ag-0.5 Zr alloy with a 
FWHM of 6 eV. 



Fig. 9. A plot of the log N(E) vs QMS electron impact potential. The first 
ionization state corrected for the filament work function gives £*=15.3 eV. 
(b) A Simion computer simulation of field leakage into the ionizing region 
of the QMS gives a further correction of 1.6 eV so that £* = 13.7 eV, which 
is the measured first ionization potential for atomic oxygen. The internal 
energy was found to be the 3 P state (the ground state) based on the single 
step in the O signal (m/e = 16) at the appearance potential. 


It appears quite likely that 1 X 10 14 cm' 2 s' 1 is achievable 
before reaching a transport or diffusion limited condition. 
The crossover point from ESD control to diffusion control 
can be easily estimated. Figure 10 represents the sequence of 
the initial steady state atomic oxygen flux, followed by the 
removal of the incident electron beam, and then the beam 
turned back on 5 min later. No change in the magnitude of 
the flux was observed, which indicates that the surface cov- 
erage was not changed, and, therefore, that the HOAG was 
ESD limited. This is consistent with the data in Fig. 6. The 
transport of oxygen through the membrane (J ol Ag ) at steady 
state is given by 

, _2 KP l 0 ' 2 2K 0 P l 0 12 j-E K \ 

Joia * — = —j— ex p (tt)’ (3) 

where K is the permeability (cm' 1 s' 1 ), P 0 is the normalized 
upstream 0 2 pressure (atmospheric fraction), d is the mem- 
brane thickness (cm), E K is the activation energy for oxygen 
transport (22.86 kcal/ mol 1 ), T is the membrane tempera- 
ture (K); and is the permeability preexponential 
(5.2X 10 18 cm 1 s 1 ). The flux of ESD emitted neutrals and 
ions at steady state (7 0/ESD ) is given by 

J o/A g =Q8o- 0 J e - , (4) 
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sion. Ultimately, the electron bombardment (which gives a 
proportional oxygen-atom emission) that can be applied is 
limited by the heating of the membrane. The temperature 
cannot exceed 550 °C because of the observed on set of mo- 
lecular desorption. Utilizing the previous parameters in Eq. 
(6), a crossover temperature of 314 °C is determined for a 
supported 12-/xm thick membrane. 

The actual emission-distribution function of the top hat 
membrane has not yet been determined. What has been re- 
ported in this work is that which has been observed at the 
QMS detector located 10 cm away. Oxygen-atom flux emit- 
ted at the membrane can be roughly estimated from Eq. (4) 
with previously measured cross-section data (7X10 
cm 2 ), 7 the saturated Ag surface (0—0.5), 11 and an electron 
bombardment current of 10 mA (which for a surface area ol 
0.456 cm 2 gives 7 e - = 1.37Xl0 17 cm 2 s ! ). This generates 
an emitted oxygen-atom flux of approximately 1.2X10 4 
cm” 2 s”\ which is, as expected, greater than that indicated 
in Fig. 6(b) (— 4.5X 10 13 cm” 12 s” 1 ) measured at the detector 
Although this is not a representation of the flux distribution, 
it is indicative, however, of a predominantly directed flux, 
which may not be so surprising considering past observa 
tions of ESD species coming off along the bond direction. u 


Fig. 10. A plot of QMS signal as a function of time, with a 5-min absence 
of the electron bombardment. This suggests that the surface population of 
atoms has not significantly changed which, in turn, suggests an ESD limi- 
tation. 


where Q is the ESD cross section for neutral O/Ag (7 X 10" 19 
cm 2 ), 6(t 0 is the oxygen concentration (cm -2 ), and J 9 - is the 
incident electron flux (cm“ 2 s”‘). At steady state when 
d6ldt= 0, then 


^0/Ag“^0/ESD 

and the temperature where this occurs is given by 



/ 2K 0 P' 0 n \ 
\Q0o- 0 J e -d) 


- 1 


(5) 

( 6 ) 


At 5 mA incident e flux, 760 Torr upstream pressure, and a 
membrane thickness of 0.2 mm for example, a value of 
7=412 °C is determined for the crossover temperature. It is 
desirable to reduce the membrane thickness to as thin as 
possible in order to produce sufficient oxygen transport at as 
low a membrane temperature as is possible. The theoretical 
limit for J Qf Ag is controlled by the oxygen source, which is 
the solid-state transport of atoms through the Ag membrane, 
given by Eq. (3). Although we have employed 100 Torr up- 
stream pressure for most measurements, the highest pressure 
utilized was 760 Torr 0 2 . The thicknesses of the majority of 
membranes used in this work were between 0.25 and 0.38 
mm, but we have also fabricated rolled pinhole-free 12-yxm 
membranes supported by Ag mesh to withstand the differen- 
tial pressure. Using values of the aforementioned parameters 
that maximize the flux, the highest possible, solid-state trans- 
port is 4 X 10 1 5 cm” 2 s ' 1 and represents a theoretical limit for 
this process. The actual limitation observed in this work, 
however, is the ESD which controls the oxygen-atom emis- 


D. A calibration experiment 

Recently, we have utilized the HOAG in an experiment to 
measure the accumulation of adsorbed atomic oxygen on the 
surface of polycrystalline Au in order to establish a measure 
of the incident flux. 13 The Au was selected because it is weli 
known that 0 2 will not adsorb, but atomic oxygen will. 14 
Further, theoretical and experimental determinations have in- 
dicated that oxygen atoms do not dissolve into Au. 15 The 
electron source used for ESD was a separate gun (ordinarily 
used for glancing incidence Auger electron spectroscopy) op- 
erated at a maximum electron density of 10 /xA cm 2 . This 
very low electron beam generated a corresponding low oxy- 
gen flux detected at the QMS. Ion scattering spectroscopy 
(ISS) was used to detect the accumulating atomic oxygen, 
since it is sensitive to only the surface layer and not to the 
underlying layers. The ISS was performed with a defocused, 
1-keV He + (100 nA over 1 cm 2 ) beam, and detection was 
performed using the double pass cylindrical mirror analyzer 
operated in the nonretarded mode. No beam effects were 
observed, since the signal remained constant over repeated 
scans. The oxygen surface coverage on the Au was deter- 
mined to be approximately 0.7, which indicated the flux was 
— 1.3X10 10 cm” 2 s" 1 . This value was found to be consistent 
with QMS and ESD flux approximations. Since this experi- 
ment was conducted, the HOAG has been modified to in- 
clude the integral circular filament. This has substantially 
increased the available electron flux and therefore the emil- 
ted flux [see Fig. 6(b)]. All data, other than this experiment, 
were taken using the modified instrument. 

IV. SUMMARY 

The development of a high purity, hyperthermal, continu- 
ous beam atomic oxygen source capable of retrofitting to 
existing UHV systems has been achieved. The instrument 
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complements a general system capability, while its small size 
and simplicity of design permits tailoring the instrument for 
most experimental geometries. The flux level has been mea- 
sured to be 4.5 X 10 13 cm" s 1 at 10 cm from the Ag emission 
plane and estimated to be l.2x I0 14 cm -2 s _l at the emission 
plane. The emitted neutrals are ground state ( 3 P), and the 
mean ion kinetic energy is ~5 eV with a full width at half 
maximum (FWHM) of 4 eV. The energy of the oxygen atoms 
was found to be >2 eV and may be substantially reduced for 
other applications by collision with a temperature controlled, 
nonreactive surface (with a concomitant spread in the energy 
distribution). 
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